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Abstract:

Background:

Nowadays, digital radiography is widely used in dental practice. One of the most common types is Photo Stimulated Phosphor Plate
(PSP).

Objective:

The aims of this experimental study were to evaluate the impacts of different combinations of storage conditions and varying delays
in reading of digital images captured using PSPs.

Methods:

Standardized  images  of  a  step  wedges  were  obtained  using  PSPs  from  the  Digora  digital  systems.  Plates  were  exposed  and
immediately  scanned  to  produce  the  baseline  gold  standard.  The  plates  were  re-exposed  and  stored  in  four  different  storage
conditions: white light, yellow light, natural light environment and dark room, then scanned after 10 and 30 minutes and 4 and 8
hours. Objective analysis was conducted by density measurements and the data were analyzed statistically using GEE test. Subjective
analysis was performed by two oral and maxillofacial radiologists and the results were analyzed using McNemar’s test.

Results:

The results from GEE analysis show that in the natural light environment, the densities in 10 minutes did not differ from the baseline.
The mean densities decreased significantly during the time in all  environments.  The mean densities in step 2 for the dark room
environment decreased with a slighter slope in comparison to yellow environment significantly.

Conclusion:

PSP images showed significant decrease in the density in plates scanned for 10 minutes or longer after exposure which may not be
detected clinically. The yellow light environment had a different impact on the quality of PSP images. The spatial resolution did not
change significantly with time.
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1. INTRODUCTION

Nowadays, digital radiography is widely used in dental practice. Due to some special assets such as shorter exposure
to  radiation,  capability  to  use  pecular  software  to  adjust  the  quality  of  images,  simple  way  of  storing  and  other
spectacular advantages, conventional radiography has been gradually replaced by digital radiography. Several systems
have  been  introduced  for  intraoral  digital  radiography.  One  of  the  most  common  types  of  these  systems  is  Photo
Stimulated Phosphor Plate (PSP). PSP image receptor systems are differentiated from other types by peculiar features of
the plates: thin structure and flexibility and by the absence of a connecting wire. These features facilitate placement of
the receptor into the mouth. Other advantages of PSP systems comprise being available in exactly the same size as
conventional  films  having  a  wider  dynamic  range,  which  produces  better  quality  radiographs  compared  with  other
digital sensors. The major drawbacks of PSPs are, the remaining energy is stored in the plate after scanning, lower
quality  owning  to  repeated  applying,  and  handling  and  scanning  of  the  plates  are  time  consuming  [1,  2].  Size  and
flexibility  of  Storage  phosphor  plates  (SPPs),  is  similar  to  that  of  conventional  films,  and  undoubtedly  have  been
regarded as one of the most proper alternates for conventional films with great diagnostic accuracy and broader latitude
[3].

PSP plates store absorbed x-ray energy in crystal structure in the form of trapped electron, and constitute a latent
image. This deposited energy can be released if stimulated by additional light with proper wavelength. As the rate of
difference between stimulating light and phosphorescent light wavelengths differs, the two might be differentiated, and
the illumination can be determined as a measure of the quantity of x-ray energy that has been deposited in the material
[4, 5]. These plates consist of polyester base coated with europium-activated barium fluorohalide crystals. By trapping
electrons produced by an exposure to sufficiently energetic source of radiation, the phosphor crystal lattice is capable of
storing a notable magnitude of the X-ray energy, hence producing a latent radiographic image. Stimulating red light is
next applied to move the electrons into metastable states from which energy transfer will create a visible light which is
accumulated and digitized [6, 7].

After exposure, plates should be processed quickly because the electrons which are in metastable state inevitably
move to the ground state over the time. The rate of releasing the electrons is tremendously short after exposure. The rate
differs based on the composition of the phosphor layer and the storage condition such as temperature and light. Some
crystals release 23% of their trapped electrons after 30 minutes and 30% after 1 hour [5 - 8]. In clinical practice, it is not
always possible to scan a PSP plate straight away after exposure, in addition, the conditions of storage are variable. So
the objective of the current study, therefore, was to evaluate the effects of storage conditions (different environmental
light) and scanning time delay on the quality of the PSP images.

2. MATERIALS AND METHODS

In an in vitro study, the standard images from two phantoms (Fig . 1). (Pehamed, Rosenberg, Germany) by PSP
receptors (Fig .  2)  (Soredex,  Tunsula,  Finland),  were prepared.  One of  the phantoms which contains a step-wedge,
assessed the contrast and pixel density and had 3 steps; two of them were composed of polytetrafluoroethylene and the
other was made up of copper. The other phantom considered spatial resolution that had 3 types of line pairs (2.5 / 3.1 /
5.0) in terms of the number of line pairs per millimeter (Fig. 3). Each PSP image was captured on a new plate, with
size2 (30mm× 40mm).  Before  each exposure,  the  plates  were  erased to  eliminate  residual  images  by means  of  the
strong light source. The exposure setting was determined to see all the step-wedges and lines on the radiograph. The
plates were exposed for 0. 6 seconds at 60 kVp, 10 mA, with focus-to-receptor distance 20 cm, using an X-ray unit
(Planmeca,Tunsula, Finland). After scanning of PSPs, by Digora optim scanner (Soredex, Tunsula, Finland), Scanora
imaging software was applied to view the resultant radiographic images, which were then stored in TIFF format and
later, radiographs were printed by a printer (Kodak 58-50, New York, USA). To create the gold standard images, PSP
plates  were  exposed  and  then  were  immediately  scanned.  Plates  were  again  exposed  and  placed  in  4  different
environments (white light, yellow light, natural light and dark room), for 10 and 30 minutes and 4 and 8 hours and then
scanned. PSPs in this period were within its coverage. Ambient light intensity was adjusted by using a Digital Lux
Meter (model ST-1200) to the range of 150 Lux. The light intensity was adjusted according to the average of light
intensity in 5 radiology clinics that was calculated before. The resulting images of phantom contrast (c) were assessed to
consider the grey level changes in all steps by a densitometer (Pehamed, Densonorm, Rosenberg, Germany) (Fig. 4)).
The resulting images of the phantom spatial resolution(s) were evaluated by two oral and maxillofacial radiologists) by
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visual  inspection.  So  that  they  assessed  that  how  many  couples  of  3  listed  pair  lines  were  visible  in  each  image
separately. SPSS statistical analysis software (ver.21 SPSS inc. Chicago, IL) was applied to determine the signal fading
of areas on the same steps, to assess the grey value differences due to delay in scanning time and effect of different
environments. In addition, the number of visible pair lines in each image was determined. At last, the data was analyzed
by GEE (Generalized Estimating Equation) model and McNemar's test.

Fig. (1). Phantom (for evaluating density and spatial resolution).

Fig. (2). PSP receptor.
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Fig. (3A and B). Images of contrast (A) and spatial resolution (B) phantoms.

Fig. (4). Densitometer which determines density.

2.1. Statistical Analysis

The mean and standard deviation were used to describe the continuous variables. Frequency and percentage were
reported for the categorical variables. The densities were recorded longitudinally over time and hence, longitudinal
methods were used to analyze the data. A population average method, Generalized Estimating Equation model (GEE)
was applied to take into account the natural variance of repeated measurements over time. The most important feature
of GEE models is the population average interpretation of the results so that an average trend of response variable over
the time can be determined using multiple subject trends [9]. Using this method, one can evaluate the effect of different
factors  and  covariates  on  the  response  variable.  The  reference  category  at  the  baseline  is  assumed  as  the  baseline
measurements.  The  reference  category  for  the  trend  is  assumed  as  the  dark  room  environment.  The  estimated
coefficients are the estimated mean difference of categories with the baseline measurements using the GEE method.
According to the sufficient sample size, unstructured covariance pattern was used to take into account the association
between  the  repeated  measurements.  The  interpretation  of  the  coefficients  is  population  average.  The  coefficients

           

   (A)       (B) 
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resulted from the GEE approach can be interpreted both within and between the subject effects. The interaction term
provides the difference between the groups over the time. The time was assumed in minutes.

3. RESULTS

The mean and the standard deviation of densities at the baseline as well as 10, 30, 240 and 480 minutes are shown in
Table 1. This table shows the results from GEE analysis where the mean densities between the baseline (immediately
scanned plates) and the other time points are compared. The comparisons are presented in three types of error levels.
The results in Table 1 show that in the natural light environment, the densities in 10 minutes did not differ from the
baseline in all the steps. Moreover, the mean densities at 10 minutes in the yellow and white light environments were
not statistically different from the baseline in step 2. Other comparisons with the baseline values were observed to be
statistically significant.

Table 1. Mean and standard deviation of densities and the paired T-test between each time point and the baseline over the
time in different steps.

Light Env Time Step 1 P-Value Step 2 Step 3
Baseline Baseline 2.272 ± 0.106 1.992 ± 0.153 1.424 ± 0.065
Natural 10 min 2.280 ± 0.184 0.938 2.056 ± 0.271 0.705 1.410 ± 0.048 0.699

30 min 1.706 ± 0.266 0.009 1.596 ± 0.276 0.035 1.164 ± 0.071 0.004
240 min 1.718 ± 0.131 0.003 1.530 ± 0.163 0.018 1.042 ± 0.048 <0.001
480 min 1.510 ± 0.140 <0.001 1.336 ± 0.122 0.002 0.974 ± 0.061 <0.001

Dark room 10 min 2.166 ± 0.056 0.060 1.850 ± 0.043 0.122 1.348 ± 0.029 0.038
30 min 1.630 ± 0.021 <0.001 1.412 ± 0.035 0.001 1.066 ± 0.076 0.003
240 min 1.588 ± 0.204 0.003 1.406 ± 0.218 0.009 0.944 ± 0.091 0.001
480 min 1.408 ± 0.142 0.001 1.354 ± 0.166 0.007 0.868 ± 0.101 <0.001

Yellow 10 min 2.126 ± 0.093 0.003 1.926 ± 0.140 0.405 1.308 ± 0.070 0.001
30 min 1.860 ± 0.290 0.053 1.688 ± 0.237 0.125 1.076 ± 0.051 <0.001
240 min 1.566 ± 0.092 <0.001 1.428 ± 0.068 0.003 0.978 ± 0.066 <0.001
480 min 1.418 ± 0.116 <0.001 1.248 ± 0.051 0.001 0.854 ± 0.008 <0.001

White 10 min 2.186 ± 0.059 0.114 1.850 ± 0.080 0.194 1.324 ± 0.028 0.021
30 min 1.638 ± 0.185 0.003 1.464 ± 0.105 0.004 1.074 ± 0.042 0.001
240 min 1.570 ± 0.152 0.001 1.412 ± 0.146 0.008 1.008 ± 0.013 <0.001
480 min 1.502 ± 0.289 0.007 1.350 ± 0.231 0.014 0.876 ± 0.131 0.002

The results of GEE analysis method are presented in Table 2 showing the trend of mean densities during 8 hours. As
observed,  the  mean  densities  decreased  significantly  during  the  time  in  all  environments  for  the  three  steps.  No
significant difference in the trend was found between the environments in step 1and 3. The densities during the time are
presented in Figs. (5-7).

Table  2.  The  results  of  generalized  estimating  equations  assessing  the  development  of  densities  based  on  several  light
environments over the time.

Response
Variable

Parameter Estimate Standard Error P-Value

S1 (Intercept) 1.912
Light Env.

White -0.002 0.057 0.969
Yellow 0.081 0.052 0.119
Natural 0.101 0.071 0.157

Dark room
Time -0.068 0.011 <0.001

White* Time 0.009 0.005 0.108
Yellow* Time -0.012 0.013 0.401
Natural* Time 0.001 0.012 0.913

Dark*Time
S2 (Intercept) 1.632 0.014 <0.001
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Response
Variable

Parameter Estimate Standard Error P-Value

Light Env.
White 0.026 0.051 0.618
Yellow 0.182 0.050 <0.001
Natural 0.210 0.093 0.024

Dark room
Time -0.040 0.009 <0.001

White* Time -0.004 0.004 0.347
Yellow* Time -0.036 0.015 0.018
Natural* Time -0.027 0.016 0.086

Dark*Time
S3 (Intercept) 1.207 0.014 <0.001

Light Env.
White 0.003 0.019 0.886
Yellow -0.007 0.037 0.857
Natural 0.079 0.031 0.012

Dark room
Time -0.047 0.005 <0.001

White* Time 0.004 0.009 0.714
Yellow* Time 0.001 0.007 0.857
Natural* Time 0.004 0.004 0.427

Dark*Time

The mean densities in step 2 for the dark room environment (slope=-0.040, p<0.001) decreased with a slighter slope
in comparison to yellow environment (slope difference with dark room Env=-0. 036, p=0.018), significantly. Hence, the
decreasing slope for yellow environment was 0.076. The decrease in slopes for the other two environments was the
same as for dark room environment statistically.

Fig. (5). The densities of the plates according to delay in scanning time in different environments.(step 1)

(Table 2) contd.....
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Fig. (6). The densities of the plates according to delay in scanning time in different environments.(step 2)

Fig. (7). The densities of the plates according to delay in scanning time in different environments.(step 3)

Based on Table 3, the estimated mean density in step 1 and at the baseline is 1.988 while it was significantly higher
than  step  2(mean  difference=0.237  and  p<0.001)  and  step  3(mean  difference=0.7  and  p<0.001).  In  contrast  to  the
baseline, the densities were higher in step 2 (mean difference over the time=0.0002, p<0.001) in comparison to section
1 over the time.
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Table 3. The results of generalized estimating equations assessing the mean densities across three steps over the time.

Parameter B 95% Confidence Interval Std. Error
Lower Upper Sig.

(Intercept) 1.988 1.951 2.026 .019 <0.001
Step

3 -.700 -.729 -.672 .014 <0.001
2 -.237 -.267 -.207 .015 <0.001
1 Reference category

time -.001 -.001 -9*10-4 1*10-4 <0.001
Step 3* time 2*10-4 -8*10-5 .001 2*10-4 .156
Step 2* time 2*10-4 1*10-4 3*10-4 4*10-5 <0.001
Step 1* time Reference category

The spatial resolutions (observed line pairs) shown in Fig. (8), Using McNemar’s test, show that however the spatial
resolution after 30 minutes decreased, it was not significant.

Fig. (8). The spatial resolution of the plates according to delay in scanning time in different environments.

4. DISCUSSION

Digital radiography was introduced in 1981 by Fuji with the first commercial computed radiography (CR) imaging
system, and there has been continuous improvement in this new technology. A wafer-thin phosphor crystal layer of the
BaFX:Eu2 compound, resulted better image formation by PSP plates with less scattering, increased energy absorption
and  improved  spatial  resolution.  Like  conventional  films,  the  PSP  plates  are  stimulated  by  ionizing  radiation,  but
require scanning process by special hardware and also peculiar software. Images are stored in a computer system to
facilitate access required every time [10, 11]. In clinical practice, it is not always possible to scan a PSP plate straight
away, and therefore, a delay between exposure and scanning process would be inevitable. This situation usually occurs
in full-mouth series, because there usually is a gap time between the first and the last captured images. Furthermore, this
time lag can happen when there is network problem or power outage. The states in which the phosphor plates are stored
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are  also  presumably  different.  This  study  was  therefore  carried  to  understand  if  delayed  scan  and  variable  storage
conditions of phosphor plates bring about deprivation of image quality. Several studies related to signal fading have
been conducted [1 - 3, 7, 8, 10 - 16]. They concluded that the density decreased with scan delay. In this study, our
quantitative analysis of pixel intensity value level (pixel density) in all 3 steps did demonstrate a decline in density with
delay in scanning time. Despite, there was a statistically significant change in the average pixel density, this did not
seem to  prevail  the  spatial  resolution of  the  images  of  PSP plates  significantly  at  the  clinical  level.  Corresponding
findings were reported by Dan et al. [9], who also noted signal differences in PSP images over time; nevertheless, these
changes  did  not  clinically  affect  the  spatial  resolution  of  images.  However,  they  did  not  store  plates  in  different
environments. According to our results, keeping the plates in natural light environment did not affect the density until
10 minutes and after 10 minutes, density was reduced significantly. This trend was also found in some steps of step-
wedges in other environments, which reflects the importance of time in scanning procedure. Although this finding is in
accordance with a previous reports by Aktan et al. [2], Sogur et al. [3], and Akdeniz et al. [11], it is different to the
findings  of  Martins  et  al.  who  demonstrated  a  change  in  image  density  after  a  scan  delay  of  4  h  and  6  h  in  two
consecutive  studies  [8,  12].  It  would  be  feasible  to  justify  the  fact  that  such  a  change  in  density  may  not  be  so
challenging for clinicians when examining images. Additionally, creation and quality of the image from the trapped
electrons that remains on the PSP plates after delayed scanning may be associated with a consequence of 2 key factors
[1]: the minimum threshold for the phosphor crystals is required to create a satisfactory diagnostic image, and [2] the
effects of specific software and hardware which are automatically able to promote the density to a level that remains
diagnostic  to  the  clinician  via  the  monitor.  The  high  quality  of  the  images  that  remain  after  delayed  scan,  can  be
deduced by the special mechanism of PSP image formation. The image formation is efficient with PSP because the
phosphor crystal layer absorbs much more radiation than non-screen film; consequently, a lower exposure is required to
obtain the same optical density [10, 17 - 23]. Another point that must be noted is contrast (difference of mean density
between steps). In our study, the contrast decreased in all environments after 8 hours reflecting the loss of information
and the decrease in contrast that had occurred. Similar results were obtained by Akdeniz et al. [7]. Previous studies have
reported  that  one  of  the  principle  reasons  that  result  in  damaging  the  latent  image  in  a  PSP system is  the  delay  in
scanning time, while in the current study, the impact of the variety of ambient light was also evaluated. In accordance
with the result of this study, different environments affected the plates similarly. In all environments, the density was
reduced over the time. However, in intermediate density (step 2), the trend was different in yellow light environment,
and more decrease was detected during the time. This finding shows that this environmental light can adversely impact
the PSP plates images with time. It can be because of the different effect of yellow light on trapped electron in these
plates. More studies are suggested on this issue. At last, we concluded that PSP images show significant decrease in the
density in plates scanned for 10 minutes or longer after exposure which may not be detected clinically. The yellow light
environment had the different  impact  on the quality of  PSP images and reduced the contrast  of  images.  While this
impact  was not  detected in  other  environments,  which suggests  that  the plates  cannot  be scanned and processed in
yellow light environment.

ETHICS APPROVAL AND CONSENT TO PARTICIPATE

Not applicable.

HUMAN AND ANIMAL RIGHTS

No Animals/Humans were used for studies that are base of this research.

CONSENT FOR PUBLICATION

Not applicable.

CONFLICT OF INTEREST

The authors declare no conflict of interest, financial or otherwise.

ACKNOWLEDGEMENTS

Declared none.



Evaluation of the Effect of Light and Scanning The Open Dentistry Journal, 2017, Volume 11   699

REFERENCES

[1] Terauchi T, Matsuda Y, Araki K, Seki K, Okano T. Analysis of signal fading of photostimulable phosphor plate system and its effect on the
accuracy in detecting proximal caries. Dental Med Res 2013; 33(1): 68-75.
[http://dx.doi.org/10.7881/dentalmedres.33.68]

[2] Aktan AM, Ciftci ME, Akgunlu F. Comparison of the delay in processing time and protective plastic cases in two phosphor plate systems.
Scientific World J 2012. 850764

[3] Soğur E, Baksi BG, Mert A. The effect of delayed scanning of storage phosphor plates on occlusal caries detection. Dentomaxillofac Radiol
2012; 41(4): 309-15.
[http://dx.doi.org/10.1259/dmfr/12935491] [PMID: 22282506]

[4] Melo DP, Dos Anjos Pontual A, de Almeida SM, Campos PS, Alves MC, Tosoni GM. Effect of alternative photostimulable phosphor plates
erasing times on subjective digital image quality. Dentomaxillofac Radiol 2010; 39(1): 23-7.
[http://dx.doi.org/10.1259/dmfr/49065239] [PMID: 20089740]

[5] White SC, Pharoah MJ. Principles and Interpretation. 7th ed. New York: Mosby, Oral Radiol 2014; p. 696.

[6] Lopes SL, Cruz AD, Ferreira RI, Bóscolo FN, Almeida SM. Image quality in partially erased denoptix storage phosphor plates. Braz Oral Res
2008; 22(1): 78-83.
[http://dx.doi.org/10.1590/S1806-83242008000100014] [PMID: 18425250]

[7] Akdeniz BG, Gröndahl HG. Degradation of storage phosphor images due to scanning delay. Dentomaxillofac Radiol 2006; 35(2): 74-7.
[http://dx.doi.org/10.1259/dmfr/51534985] [PMID: 16549432]

[8] Martins MG, Whaites EJ, Ambrosano GM, Haiter Neto F. What happens if you delay scanning Digora phosphor storage plates (PSPs) for up
to 4 hours? Dentomaxillofac Radiol 2006; 35(3): 143-6.
[http://dx.doi.org/10.1259/dmfr/29710762] [PMID: 16618845]

[9] Fitzmaurice G, Davidian M, Verbeke G, Molenberghs G. Longitudinal data analysis, handbook Chapman and Hall. New York 2008.

[10] Ang DB, Angelopoulos C, Katz JO. How does signal fade on photo-stimulable storage phosphor imaging plates when scanned with a delay
and what is the effect on image quality? Oral Surg Oral Med Oral Pathol Oral Radiol Endod 2006; 102(5): 673-9.
[http://dx.doi.org/10.1016/j.tripleo.2005.11.002] [PMID: 17052646]

[11] Akdeniz BG, Gröndahl HG, Kose T. Effect of delayed scanning of storage phosphor plates. Oral Surg Oral Med Oral Pathol Oral Radiol
Endod 2005; 99(5): 603-7.
[http://dx.doi.org/10.1016/j.tripleo.2004.10.021] [PMID: 15829885]

[12] Martins MG, Haiter Neto F, Whaites EJ. Analysis of digital images acquired using different phosphor storage plates (PSPs) subjected to
varying reading times and storage conditions. Dentomaxillofac Radiol 2003; 32(3): 186-90.
[http://dx.doi.org/10.1259/dmfr/24355220] [PMID: 12917285]

[13] Sanderink GC. Intra-oral and extra-oral digital imaging: An overview of factors relevant to detector design. Nucl Instrum Methods Phys Res
A 2003; 509: 256-61.
[http://dx.doi.org/10.1016/S0168-9002(03)01635-8]

[14] Brüllmann  D,  Schulze  RK.  Spatial  resolution  in  CBCT  machines  for  dental/maxillofacial  applications-what  do  we  know  today?
Dentomaxillofac  Radiol  2015;  44(1)  20140204
[http://dx.doi.org/10.1259/dmfr.20140204] [PMID: 25168812]

[15] Farman AG, Farman TT. A comparison of 18 different x-ray detectors currently used in dentistry. Oral Surg Oral Med Oral Pathol Oral
Radiol Endod 2005; 99(4): 485-9.
[http://dx.doi.org/10.1016/j.tripleo.2004.04.002] [PMID: 15772598]

[16] Nejaim Y, Gomes AF, Silva EJ, Groppo FC, Haiter Neto F. The influence of number of line pairs in digital intra-oral radiography on the
detection accuracy of horizontal root fractures. Dent Traumatol 2016; 32(3): 180-4.
[http://dx.doi.org/10.1111/edt.12243] [PMID: 26542421]

[17] Bramante  CM, Bramante  AS,  de  Souza RE,  Moraes  IG,  Bernardineli  N,  Garcia  RB.  Evaluation of  the  effects  of  processing delays  and
protective plastic cases on image quality of a photostimulable phosphor plate system. J Appl Oral Sci 2008 Sep-Oct; 16(5): 350-4.
[http://dx.doi.org/10.1590/S1678-77572008000500009] [PMID: 19089233]

[18] Nascimento HA, Visconti MA, Ferreira LM, Suarez MA, Haiter Neto F, Freitas DQ. Effect of delayed scanning on imaging and on the
diagnostic accuracy of vertical root fractures in two photostimulable phosphor plates digital systems. Int Endod J 2016; 49(10): 973-9.
[http://dx.doi.org/10.1111/iej.12547] [PMID: 26354080]

[19] Bushong SC. Radiologic science for technologists. 10th ed. St. Louis, MO: Elsevier 2013.

[20] Hildebolt CF, Couture RA, Whiting BR. Dental photostimulable phosphor radiography. Dent Clin North Am 2000; 44(2): 273-97.
[PMID: 10740769]

[21] Bansal GJ. Digital radiography. A comparison with modern conventional imaging. ostgrad Med J 2006 Jul; 82(969): 425-8.

[22] Körner M, Weber CH, Wirth S, Pfeifer KJ, Reiser MF, Treitl M. Advances in digital radiography: physical principles and system overview.
Radiographics 2007; 27(3): 675-86.

http://dx.doi.org/10.7881/dentalmedres.33.68
http://dx.doi.org/10.1259/dmfr/12935491
http://www.ncbi.nlm.nih.gov/pubmed/22282506
http://dx.doi.org/10.1259/dmfr/49065239
http://www.ncbi.nlm.nih.gov/pubmed/20089740
http://dx.doi.org/10.1590/S1806-83242008000100014
http://www.ncbi.nlm.nih.gov/pubmed/18425250
http://dx.doi.org/10.1259/dmfr/51534985
http://www.ncbi.nlm.nih.gov/pubmed/16549432
http://dx.doi.org/10.1259/dmfr/29710762
http://www.ncbi.nlm.nih.gov/pubmed/16618845
http://dx.doi.org/10.1016/j.tripleo.2005.11.002
http://www.ncbi.nlm.nih.gov/pubmed/17052646
http://dx.doi.org/10.1016/j.tripleo.2004.10.021
http://www.ncbi.nlm.nih.gov/pubmed/15829885
http://dx.doi.org/10.1259/dmfr/24355220
http://www.ncbi.nlm.nih.gov/pubmed/12917285
http://dx.doi.org/10.1016/S0168-9002(03)01635-8
http://dx.doi.org/10.1259/dmfr.20140204
http://www.ncbi.nlm.nih.gov/pubmed/25168812
http://dx.doi.org/10.1016/j.tripleo.2004.04.002
http://www.ncbi.nlm.nih.gov/pubmed/15772598
http://dx.doi.org/10.1111/edt.12243
http://www.ncbi.nlm.nih.gov/pubmed/26542421
http://dx.doi.org/10.1590/S1678-77572008000500009
http://www.ncbi.nlm.nih.gov/pubmed/19089233
http://dx.doi.org/10.1111/iej.12547
http://www.ncbi.nlm.nih.gov/pubmed/26354080
http://www.ncbi.nlm.nih.gov/pubmed/10740769


700   The Open Dentistry Journal, 2017, Volume 11 Eskandarloo et al.

[http://dx.doi.org/10.1148/rg.273065075] [PMID: 17495286]

[23] Eskandarloo  A,  Mirshekari  A,  Poorolajal  J,  Mohammadi  Z,  Shokri  A.  Comparison  of  cone-beam  computed  tomography  with  intraoral
photostimulable phosphor imaging plate for diagnosis of endodontic complications: A simulation study. Oral Surg Oral Med Oral Pathol Oral
Radiol 2012; 114(6): e54-61.
[http://dx.doi.org/10.1016/j.oooo.2012.05.026] [PMID: 22981099]

© 2017 Eskandarloo et al.

This is an open access article distributed under the terms of the Creative Commons Attribution 4.0 International Public License (CC-BY 4.0), a
copy of which is available at: (https://creativecommons.org/licenses/by/4.0/legalcode). This license permits unrestricted use, distribution, and
reproduction in any medium, provided the original author and source are credited.

http://dx.doi.org/10.1148/rg.273065075
http://www.ncbi.nlm.nih.gov/pubmed/17495286
http://dx.doi.org/10.1016/j.oooo.2012.05.026
http://www.ncbi.nlm.nih.gov/pubmed/22981099
https://creativecommons.org/licenses/by/4.0/legalcode

	Evaluation of the Effect of Light and Scanning Time Delay on The Image Quality of Intra Oral Photostimulable Phosphor Plates 
	[Background:]
	Background:
	Objective:
	Methods:
	Results:
	Conclusion:

	1. INTRODUCTION
	2. MATERIALS AND METHODS
	2.1. Statistical Analysis

	3. RESULTS
	4. DISCUSSION
	ETHICS APPROVAL AND CONSENT TO PARTICIPATE
	HUMAN AND ANIMAL RIGHTS
	CONSENT FOR PUBLICATION
	CONFLICT OF INTEREST
	ACKNOWLEDGEMENTS
	REFERENCES




